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. Experience has demonstrated that thin PtRh-Pt thermocouples lose their uni- 
formity during prolonged heating to 1,000 to 12,OOO"C under conditions of an in- 

the results of measuring small temperature differences which are practically 
created on samples with good therm1 conductivity. 
various thermocouples made from inexpensive metals, it was established that 
thermocouples made from nichrome and pure nickel operate more stably than the 
PtRh-Pt thermocouple under the conditions that are created in the described as- 
sembly [2]. The wires that are used for the thermocouples must be thoroughly 
inspected for uniformity and calibrated through 30-50°C by means of a standard 
thermocouple. The "nichrome-nickel" thermocouple has an extremely linear tem- 
perature curve, can be used successfully for a number of times, and develops 
an EMF approximately 2.5 times greater than that developed by the PtRh-Pt 
thermocouple; this naturally facilitates the measurement of small temperature 
differences. Moreover, it is quite simple to replace parts in these thermo- 
couples. It should be borne in mind in this case that it is not necessary to 
completely replace a thermocouple; it is sufficient to replace only those parts 
which have been positioned in a region of intense heating. 

. sufficiently high vacuum (-loe4 mm Hg) and introduce noticeable distortions in 

After a number of tests on 
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The specific electrical resistance of the samples and their thermal EMF 
coefficient with respect to the material of one arm of the measuring thermo- 
couples can also be determined simultaneously with the thermal conductivity 
measurement in the described assembly. To accomplish this, it is sufficient to 
additionally measure the voltage drop in sections of the samples between the 
measuring thermocouples in two directions of the current in the samples by us- 
ing, for example, the nickel arms of the thermocouples as probes. The neces- 
sary supplemental data for determining the specific electrical resistance and 
the relative thermal EMF coefficient can be obtained by adding and subtracting 
the potentiometer readings obtained during the process. 
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means of f i t t i n g  5 ;  t h e  c o o l e r  7 f o r  t h e  lower sam-  
p l e  i s  loca ted  on t h e  upper end of t h e  tube.  It i s  
a t t ached  t o  the  tube  by a molybdenum rod 8. This 
rod serves simultaneously as one of t h e  c u r r e n t  sup- 
p l i e s  t o  t h e  samples. The coo le r  9 f o r  t h e  upper 
sample is a t tached  by t h r e e  c o i l e d  s p r i n g s  a c r o s s  
t h r e e  rods 1 0 ,  which a l s o  serve as a second c u r r e n t  
supply.  Coolers 7 and 9 are massive c y l i n d e r s  made 
from molybdenum and turned  on a l a t h e .  
exac t ly  l i k e  tube 5, is  mounted i n  t h e  upper coo le r  
t o  create symmetrical h e a t  t r a n s f e r .  
21, a f t e r  compressing t h e  s p r i n g s ,  is  secured by a 
f i x i n g  screw. 
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Another tube,  

The steel  r i n g  

A furnace 24 is  loca ted  between t h e  samples 12 
and 13, which c r e a t e s  a temperature  g rad ien t  a long 
them. 
um ha l f -cy l inders  wi th  t h e i r  bottoms i s o l a t e d  from 

The furnace housing c o n s i s t s  of two molybden- 

A molybdenum c o i l  i s  p laced  i n s i d e  i t .  

This  

one another  by a hollow Alundum column. 
Its ends are a t t ached  t o  t h e  ha lves  of the furnace  housing. 
passes  through t h e  samples a l s o  passes  through t h e  above-indicated c o i l s .  
completely e l imina te s  hea t  l o s s e s  by t h e  h e a t e r  c o i l  through t h e  c u r r e n t  sup- 
p l i e s .  I n  o rde r  t o  o b t a i n  a s u f f i c i e n t  temperature g r a d i e n t ,  t h e  h e a t e r  must 
have an output  on t h e  order  of 20 w a t t s .  A thick-walled molybdenum s h i e l d  15 
is  placed on top  of t h e  samples; t h e r e  i s  a l s o  a h e a t e r  made from molybdenum 
w i r e  i n  t h e  middle of t h e  s h i e l d .  The middle of t h e  s h i e l d  is  hea ted  t o  t h e  
temperature  of t h e  furnace  between t h e  samples, which e l imina te s  h e a t  l o s s e s  
from t h e  la teral  s u r f a c e  of t h e  furnace and t h e  samples. To ensure  more uni- 
form hea t ing ,  t h e  h e a t e r  and t h e  s h i e l d  i t s e l f  are p ro tec t ed  on t h e  o u t s i d e  by 
one more s h i e l d  16. 
t h e  s h i e l d  h e a t e r  receive t h e i r  power from s e p a r a t e  s t o r a g e  b a t t e r i e s .  

The c u r r e n t  which 

The furnace  which provides t h e  temperature  g r a d i e n t  and 

As exper ience  has  shown, owing t o  the  symmetry of t h e  assembly's measure- 
ment p o r t i o n  relative t o  i t s  a x i s  and wi th  r e s p e c t  t o  t h e  mean p lane ,  t h e  pro- 
t e c t i o n  from la teral  h e a t  l o s s e s  becomes more r e l i a b l e .  This  is  t h e  main ad- 
vantage of t h e  method of s imultaneously measuring t h e  thermal  conduc t iv i ty  co- 
e f f i c i e n t  on two samples. 

A s imple  c a l c u l a t i o n  i n d i c a t e s  t h a t  t h e  convent iona l  formula X = QAZ/SAt 
(where Q is t h e  ou tpu t  of t h e  furnace  between t h e  samples,  A t  is  t h e  t o t a l  t e m -  
p e r a t u r e  d i f f e r e n c e  on them, and A Z  and S are t h e  d i s t a n c e s  between t h e  thermo- 
couples  and t h e i r  c ros s - sec t iona l  areas, r e s p e c t i v e l y ) ,  which fo l lows  from t h e  
Four ie r  equat ion ,  can be used i n  t h e  case  of samples which are s imi la r  i n  com- 
p o s i t i o n  and i d e n t i c a l  i n  geometric dimensions t o  d i r e c t l y  determine t h e i r  mean 
thermal conduc t iv i ty  c o e f f i c i e n t ,  The power i s  determined on t h e  b a s i s  of t h e  
c u r r e n t  and v o l t a g e  on t h e  hea t ing  c o i l ;  t h e  c u r r e n t  i s  determined on t h e  b a s i s  
of a v o l t a g e  drop a c r o s s  a sample r e s i s t ance .  The v o l t a g e  i s  measured between 
l i k e  a r m s  of t h e  thermocouple c l o s e  t o  the  furnace.  A l l  temperatures  are mea- 
sured  wi th  d i f f e r e n t i a l  thermocouples. To ensure  r e l i a b l e  thermal  c o n t a c t ,  t h e  
thermocouple wires are wedged wi th  molybdenum p i n s  i n  narrow openings which are 
d r i l l e d  o r  broached by t h e  e lec t ro-spark  method. 
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ABSTRACT. 
mal conductivity coefficient, thermal EMF, and specific 
electrical resistance of cermet materials at temperatures 
from 200 to 120OOC in a vacuum. 
two cylindrical samples simultaneously. 

An assembly is described for measuring the ther- 

The assembly accommodates 

The assembly described below is intended for operation using cylindrical 
Samples 

- /89* 
samples with diameters from 6 to 10 mm and lengths from 20 to 30 mm. 
of this size and shape are the most convenient to fabricate from cermet materi- 
als. 

The thermal conductivity coefficient was measured in a steady-state heat 
flux along the axis of the sample on the basis of the application of the well- 
known Fourier equation [l], while the thermal EMF coefficient and the specific 
electrical resistance were determined by the potentiometric method. 
bly anticipates measurements in a vacuum within a temperature range of 200- 
12OOOC. 

The assem- 

As it is known, determination of thermal conductivity by the stationary 
method provides the most accurate results; however, it requires a longer period 
of time. Therefore, the measurements in the described assembly are conducted 
on two samples simultaneously, which practically reduces by half the time re- 
quired for the measurement cycle and, most of all, makes it possible to set up 
a more reliable protection against heat losses. 

The main components of the assembly and their relative positions are sche- 
matically represented in the figure**. The base of the assembly is a steel coni- 
cal frustum I ;  all the parts are mounted on its upper flange and the current 
supply and thermocouple leads are made through it. The assembly is enclosed un- 
der a hood 2 with a cooling water jacket. 
flange. A cylindrical furnace 4 ,  which creates the primary heating, is attached 
to the tripod on Alundum columns. 
The heater is made from molybdenum wire 1-2 mm in diameter and wound into a coil 
which encompasses the cylinder in the Alundum beads from turn to turn. Two 
shields made from molybdenum sheeting are placed on top of the coil. The heater 
obtains its power from a separate generator, owing to which high temperature 
stability is achieved. 

A tripod 3 is installed on the upper 

Its base is a thin-walled steel cylinder. 

A thick-walled Alundum tube 6 is attached to the flange, in its center, by 
*Numbers in the margin indicate pagination in the foreign text. 
*Wranslator's note: the designationJZT-2 in the figure was not explained in 

the text. 
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